Optical tools for ocean monitoring and research

C. Moore¹, A. Barnard¹, P. Fietzek², M. R. Lewis³, H. M. Sosik⁴, S. White⁴, and O. Zielinski⁵

¹WET Labs, Inc., Corvallis, Oregon, USA
²Leibniz Institute of Marine Sciences, Chemical Oceanography, University of Kiel, Kiel, Germany
³Department of Oceanography, Dalhousie University, Halifax, Nova Scotia, Canada, Satlantic, Inc. Halifax, Nova Scotia, Canada
⁴Woods Hole Oceanographic Institution, Woods Hole, MA 02543, USA
⁵Institute for Marine Resources, University of Applied Sciences, Bremerhaven, Germany

Received: 29 August 2008 – Published in Ocean Sci. Discuss.: 27 November 2008
Revised: 30 November 2009 – Accepted: 30 November 2009 – Published: 10 December 2009

Abstract. Requirements for understanding the relationships between ocean color and suspended and dissolved materials within the water column, and a rapidly emerging photonics and materials technology base for performing optical based analytical techniques have generated a diverse offering of commercial sensors and research prototypes that perform optical measurements in water. Through inversion, these tools are now being used to determine a diverse set of related biogeochemical and physical parameters. Techniques engaged include measurement of the solar radiance distribution, absorption, scattering, stimulated fluorescence, flow cytometry, and various spectroscopy methods. Selective membranes and other techniques for material isolation further enhance specificity, leading to sensors for measurement of dissolved oxygen, methane, carbon dioxide, common nutrients and a variety of other parameters. Scientists are using these measurements to infer information related to an increasing set of parameters and wide range of applications over relevant scales in space and time.

1 Introduction

Throughout the world a significant number of research institutions and commercial entities are engaged in the research, development and manufacture of optical instrumentation for oceanographic research and observations. Two broad trends encompass many of the advances seen in today’s technologies. First, many instruments have emerged from studies of traditional “optical oceanography”, and provide measurements and products such as determination of ocean color, scattering, absorption, attenuation, and particle concentrations. More advanced approaches now build on these fundamental observations to yield biological and chemical oceanographic related parameters such as nutrient concentrations, standing stock, productivity, particle size and composition, and taxonomic identification of organisms. Concurrently, recent advances in photonics and materials science are leading to a new generation of interdisciplinary tools emerging from the laboratory, promising broader capabilities and greater specificity in determination of in-water components as well as identification and quantification of submerged targets (e.g., seafloor mineral deposits and gas hydrates).

Most currently available commercial optical sensors rely on apparent and inherent optical properties (AOPs, IOPs) and fluorescence for various measurements. The most common of these are simple optical scattering sensors (usually sold as turbidity sensors), chlorophyll fluorometers, and PAR (photosynthetically active radiation) sensors. These sensors serve a growing role in modern environmental monitoring, although many users have only cursory understanding of the information they can provide. Another group of devices measuring AOPs or IOPs can generally be characterized as ocean color tools. These tools, including spectral radiometers (radiance and irradiance), spectral backscattering, spectral absorption, and spectral beam attenuation meters, provide in-water calibration and validation capabilities for water-leaving radiances observed with airborne and space-based sensors. In particular, scientists are now engaged in developing inversion methods to obtain biogeochemical and physical products from these measurements. These products speak to the real potential of optical measurement in water.
Absorption meters determine nitrate concentration and identify harmful algal bloom species. Spectral fluorometers yield valuable information on phytoplankton species identification and dissolved organic chemistry. Devices that characterize the Volume Scattering Function are used to determine particle size distribution and classification. Excitation – relaxation fluorometers provide biological productivity parameters. As these tools improve and reach a broader community of users, as inversion methods and larger databases emerge, and as our need for understanding ocean processes grow, their role and impact in ocean research and monitoring will prove vital.

Advances in core photonics and materials sciences as well as embedded computing make a new realm of options available in applying optical techniques for identifying materials in the ocean. In-water flow cytometers now conduct automated and continuous sampling for periods of months to identify concentrations of multiple phytoplankton and zooplankton species. Complex spectral excitation-emission and time-resolved fluorescence tools show promise in identifying volatile hydrocarbons. Laser Raman spectroscopy, and laser-induced breakdown spectroscopy (LIBS) strive to identify the molecular and elemental composition of solids, liquids and gases in situ. Membranes and analyzers coupled with optical sensors can provide information on pH, nutrients, dissolved gases, and metal concentrations. These tools will result in significant advances in observing ocean chemistry, biology, and geology. Optical techniques have also demonstrated the ability to determine physical parameters such as temperature, density, and turbulence, and to measure directly the absorption of solar photons that contribute to the local heating of the ocean and the development of thermal structure and dynamics. While it is unlikely that all these efforts will result in commercially viable technologies, they collectively manifest as a significant cross-cutting driver in modern observational ocean sciences.

This article reviews these existing and emerging optical technologies for in-water material and ocean state determination. It attempts to provide a sense of state of the art, and also points to promising directions. It aims to address the topic at an international level – at least within Europe and North America. As with many articles of this type, it undoubtedly fails to provide a comprehensive assessment of all on-going efforts. Previous reviews of optical oceanography and in situ sensors include Daly et al. (2004), Twardowski et al. (2005), Dickey et al. (2006), Johnson et al. (2007), Prien (2007), and Sosik (2008). The article does not address a variety of sensors and techniques used for underwater imaging of zooplankton and other materials. We refer the reader to Davis et al. (1996), Benfield et al. (2007), Jaffé et al. (2008) and Jonsson et al. (2009) for more information on this important topic. The article also does not attempt to address the recent advances in satellite-based and aircraft-based technologies and techniques – a topic deserving greater coverage.

A large body of current information regarding water based optical sensors, their use and the underlying science, exists on active internet based websites, often in the form of dynamic living documents. Many of these sites are important repositories of current information, albeit fundamentally transitory in nature. When considered of high potential use to the readers, we have included specific website references – particularly to government agency sites. We hope that these sites will be of continued relevance to the readers and regret any possible inconvenience due to possible lapses or discontinuation of information that may occur.

As a final note of clarification, many of the reviewed technologies now have commercial embodiments. The authors have attempted to note these cases and provide numeric references to a manufacturers’ list found at the end of this article. The authors have attempted to provide a balanced perspective in this regard, and express regret for any omissions or other mistakes made regarding relevant commercial entities. They are entirely unintentional.

2 Inherent and apparent optical properties

Modern fundamental optical property sensor measurements can be divided into two broad classes: apparent optical properties (AOP) and inherent optical properties (IOP). Radiance is the fundamental radiometric quantity, and varies with respect to wavelength, time, and position within a Cartesian coordinate system. Radiance varies as well with angular direction (azimuth and zenith). AOP’s vary as the angular radiance distribution varies; sensors measuring these properties are in general passive, using the sun as their source. In contrast, IOP measurements are insensitive to the ambient radiance field, and generally employ an active source. Figure 1 shows some basic schematic embodiments of these devices.

As a set of technologies, AOP devices hold some desirable attributes (see Lewis, 2008). The fundamental AOP measurements of radiance and irradiance are directly traceable to agreed-upon and readily available international standards appropriate for use in the ocean environment. For the derivation of diffuse attenuation and reflectance, in principle, only relative measurements are required (e.g., measuring the vertical gradient in irradiance); hence precise, but not necessarily accurate, measurements can provide useful information from their vertical gradients from which advanced inversion techniques can be used to derive IOP and water constituents. Passive detection of sunlight results in relatively low energy consumption, and implies that AOP sensors measure light levels experienced by the surrounding biota. Finally it is important to note that measurements of radiance and irradiance, and the derivation of diffuse attenuation coefficients and reflectances, have been extensively examined by the oceanographic community and have resulted in a consensus with respect to a detailed set of protocols and approaches for design, characterization, calibration, at-sea deployment,
Fig. 1. Schematic representations for common AOP and IOP sensors: (a) irradiance meter; (b) radiance meter; (c) scalar irradiance meter; (d) reflective tube absorption meter; (e) backscattering sensor; and (f) transmissometer (beam attenuation meter).

and data analyses associated with AOP instruments for the ocean measurements (see Mueller et al., 2003).

In contrast to AOP sensors, IOP sensors use a light source of defined intensity, angular distribution, and spectral bandwidth (see Roesler and Boss, 2008). This, in turn, allows one to derive absolute coefficients of optical transfer properties, including the beam attenuation coefficient (indicating total light lost to scattering and absorption over a given path of travel in the water), the absorption coefficient (indicating light lost to absorbing particles and dissolved matter) and various scattering properties within the measured sample volume. Similarly to AOPs, the IOP devices have some desirable attributes. They can be used at any time of day, and are not subject to variable cloud cover, surface conditions, ship shadows and other issues sometimes associated with AOP measurements. IOP devices measure over relatively short pathlengths and can resolve in-water variability at scales ranging down to a few centimeters (Twardowski et al., 2005). They also do not require inversions to obtain optical coefficients. While designs for devices that measure IOPs differ, they generally fall into two broad groups: first, devices that determine transmittance losses through a fixed path or volume of light; and second, devices that rely upon coupling of a source emitter and a receiver-detector set at opposing angles with a defined volume of intersection. With the exception of turbidity meters and transmissometers, most commercial IOP devices were developed relatively recently and their use is less widespread than their AOP counterparts. The transmissive devices are quite sensitive to light level changes and thus can require precise calibration procedures, careful cleaning, and reasonable care in deployment. Protocols for effective use of IOP have also been developed and published (Mueller et al., 2003).

Both AOP and IOP sensor technologies and associated methods hold advantages and limitations, but fundamentally the two systems of measurement are complementary and synergistic. The measurements are tightly interrelated, providing some possibilities for consistency checks, but also with each providing distinct insights (Fig. 2).

2.1 Radiometers, irradiance sensors and PAR sensors

Instruments used for AOP determination can be broadly classified with respect to the angular integration performed by the foreoptics. Narrow angular field-of-view sensors measure radiance, while flat plates can provide cosine weighting to yield planar irradiance, and spherical collectors, which weight all directions equally, measure scalar irradiance. All of these can be manufactured in multi-spectral (limited number of wavebands) and hyperspectral (a large number of narrow wavebands, typically hundreds, see Chang et al., 2004) configurations to provide full spectral distribution over the ultraviolet (UV), visible and near infrared bands. For some applications, spectral weighting filters are employed to return the integral energy or number of photons over the entire visible spectrum (400–700 nm); these are often sold as PAR sensors. While most commercial AOP sensors use a limited portion of the radiance distribution, Voss and Chapin (2005), and Aas and Højerslev (1999) and others have developed devices that measure the radiance distribution over large angular ranges. This not only provides a basis for determination of important AOP parameters, such as upward radiance and planar irradiance, but also potentially provides a means to derive IOPs through inversion (e.g., Zaneveld and Pak, 1972; Gordon et al., 1975; and Voss, 1989). Trade-offs in design of AOP sensors include spectral and angular discrimination, number of wavebands, sensitivity, dynamic range, and effective sample rates (Twardowski et al., 2005).

A special application of radiance measurements is the determination of chlorophyll biomass and photosynthetic capacity via the measurement of the red (683 nm) fluorescence resulting from absorption of ambient sunlight. This topic has been well-reviewed recently (Babin et al., 1996; Babin, 2008); the approach has been successfully applied to both in situ and remote observations (see Huot et al., 2005).

AOP sensors are now engaged routinely and operationally for applications including remote sensing validation and calibration (Gordon, 1998; Werdell and Bailey, 2005; Bailey et al., 2008) and in capturing optical changes associated with
Fig. 2. Combined IOP-AOP based monitoring effort shows: (A) map of the Santa Barbara Channel; CHARM location indicated by green dot. (B) Photograph of a bio-optical sensor system showing copper anti-biofoulant “Bio-Wipers” on spectral fluorescence and backscattering sensors. (C) Photograph of the CHARM deployment; sensor package shown was deployed at 4 m water depth. (D–G) show CHARM data collected in February and March 2004 during advection of the Ventura River plume from winter storm runoff (shown in reds and oranges) and during phytoplankton blooms (shown in blues and greens). (D) Backscattering ratio versus chlorophyll concentration. High values of bbp/bp indicates higher concentrations of minerogenic particles and higher values of Chl denote the presence of phytoplankton. (E) Hyperspectral absorption spectra measured by an ac-s. Note the extremely high variability in spectral signatures due to plume waters and blooms. (F) and (G) Hyperspectral remote sensing reflectance spectra, also exhibiting strong variability. Dashed, black lines are spectral means (contributed by Grace Chang-Spada, University California, Santa Barbara).

2.2 Attenuation and absorption meters

Beam attenuation meters, commonly referred to as transmissometers, operate upon the principle of propagating a collimated beam of light through a path length of water. The natural logarithm of the ratio of light intensity at the source versus the receiver, I/Io, is equal to the beam attenuation coefficient, c, multiplied by the optical path length, r, or I/Io=e−cr (Jerlov, 1978). Modern transmissometers for in situ ocean research were made commercially available in the 1970s (Bartz et al., 1978). Systems now exist that operate at single wavelengths, multiple wavelengths, and hyperspectrally (Moore et al., 2004). These devices are now used to estimate visibility (Zaneveld, 2003), particulate organic carbon (e.g., Bishop, 1999) species composition (Claustre et al., 2008) and in other applications to characterize suspended particles in water (Twardowski et al., 2005). Twardowski et al. (2002) recently developed a beam attenuation meter that measures optical backscattering from a single source at two different path distances. The flat-faceplate form factor makes this configuration useful for integration on AUVs and gliders. Commercial devices are available from various manufacturers (5, 10, 17, 22).

While the beam attenuation coefficient pertains to the total light loss through a given path of water, the absorption coefficient is associated with those losses due only to the molecular absorption of the water and the components contained therein. In combination, these measurements combine to offer powerful capabilities in classifying in situ materials. Measured over multiple wavelengths the absorption spectra of some materials provide unique signatures. Moreover absorption coefficients for complex media of dissolved materials (a_g) (where g denotes gelbstoff, also referred to as CDOM or gelvin, see Kirk, 1994), and particulate materials (a_p), can be deconvolved so that, a_g+a_p+a_w=a_t; where, a_w, and a_t, represent the absorption coefficients for water and the total absorption coefficient, respectively (Jerlov, 1978). Thus with appropriate sampling techniques one can specifically apply absorption meters to obtain these partitioned parameters (Mueller et al., 2003). (Fig. 3). While generally still based upon a transmittance measurement, the conceptual framework behind underwater absorption meters is based on minimizing measurement losses due to highly scattering media found in natural waters, in order to retrieve the absorption components.

There are a few different approaches to design of modern absorption meters. Reflective tube absorption meters use a collimated beam propagating through a fixed path surrounded by a reflective tube and impinging upon a large area detector (Moore et al., 1992). The reflective tube and the wide area detector serve to collect the transmitted light as well as light that is scattered by particles in the near forward direction. Since the forward scattered light represents 80–90% of the total, the transmittance loss approximate losses due to absorption such that the absorption coefficient can subsequently be estimated to within a 5 percent of total scattered light through a proportional attenuation based correction (Zaneveld, 1994). Commercial units incorporating this design are available in multi-spectral and hyperspectral configurations (22). Developed in original form by Fry et al. (1992), and then advanced by Kirk (1997), the Point Source Integrating Cavity Absorption Meter (PSICAM), is designed to detect absorption spectra in an integrating cavity sphere filled with untreated natural water. The principle is based on multiple reflection and scattering, and thus the extension of the path length. This inherently provides a
Fig. 3. (A) The Oregon State University optical profiling system incorporates two multi-spectral attenuation and absorption meters – one with a 0.2 micron filter at inlet partition dissolved absorption coefficient ($a_g$). Floats are used to achieve slow freefall descents for sampling. (B) Profile obtained at East Sound, Washington shows partitioned absorption coefficients through fine scale particle maxima. (C) Figure shows partitioned absorption spectra in the particle maximum. (D) In situ absorption spectra coefficients of a layer dominated by Chaetoceros eibenii (Ce), spectrum obtained from laboratory culture of Ce using in situ sensor, and (Ce) culture measured using filter pad method with laboratory spectrophotometer (from Yentsch, 1962) Data and figures from Twardowski et al. (1999).

reduction of scattering effects on absorption because the light field is already diffuse inside the cavity. Röttgers and Droerfer (2007) demonstrated the possibilities of the PSICAM for the absorption of CDOM and the particulate absorption of microalgae (Röttgers et al., 2007). A commercial, submersible version of this design was introduced in the USA in 2006 (Dana et al., 2006) and in 2008 a version of the PSICAM was recently made available by a German sensor manufacturer (11, 20).

Researchers at Mote Research Laboratories used a liquid capillary tube design to produce a hyperspectral absorption meter that serves a dedicated purpose in identification and detection of harmful algal blooms species. The sensor has shown unique application in identifying Karenia brevis, an organism that commonly causes harmful algal blooms off the coast of Florida (Kirkpatrick, 2006). Built for operation on AUVs, the instrument is transitioning from a research device to a monitoring tool.

Johnson and Coletti (2002) developed a 1-cm path hyperspectral absorption sensor for operation in the UV at a sampling rate of 1 Hz. This sensor uses a unique multi-wavelength differential method to separate nitrate from a background of various salts and organic matter and has been used to establish large-scale rates of new production in the ocean (Johnson et al., 2006). One vendor (15) provides commercial devices based on this design, while others use related technologies (e.g., 20). The optical approach for nitrate analysis is used both in real-time and extended monitoring applications throughout the world. Accuracy and long-term stability of this approach can be further improved if the degrees of freedom within the algorithms are reduced by externally measured temperature and salinity information (Zielinski et al., 2007; Sakamoto et al., 2009).

2.3 Scattering sensors

When light is scattered by a particle it propagates in all directions. The relative distribution of light throughout the various angles of scattering is defined by the Volume Scattering Function (VSF). The relative magnitude, spectral shape and angular distribution of the VSF is, in turn, influenced by the concentration, size, composition and shape of the particles (Jerlov, 1978). Scattering sensors take advantage of these VSF attributes by measuring over certain spectral and angular regions of the VSF to infer particle information.

Turbidity sensors are among the most common optical sensors, and are widely available for ocean based applications (1, 2, 16, 21, 22, 23, 24). These sensors play an increasingly important role in operational oceanographic monitoring and many of the commercial embodiments have undergone independent performance verification (e.g. Alliance of Coastal Technologies, 2006). Turbidity sensors provide an indication of suspended particle concentrations, through optical scattering, generally centered around 90 degrees from the primary beam axis of propagation (Greenburg et al., 1992). Turbidity sensors are calibrated against a secondary standard suspension (e.g., formazin) and output is expressed in units relative to the standard. The sensors come in a variety of configurations and these differences tend to lead to different responses in different water masses, due to measuring different parts of the VSF and potential absorption effects (Zaneveld et al., 1979). There are numerous methods and configuration standards (e.g., ISO 7027) for turbidity sensors.

While the underlying measurements are similar to turbidity sensors, backscattering sensors used in ocean color studies provide output in absolute coefficients related to the portion of VSF they observe. Scattering is the dominant interaction mechanism between light and particles in most natural waters, and light scattered between 90 and 180 degrees (typically referred to as the backwards direction) is proportional to the signal seen by satellites. Single-angle optical backscattering sensors are configured for measurement typically between 115 degrees and 145 degrees (some special
## Table 1. Commercial manufacturer list.

<table>
<thead>
<tr>
<th>Ref</th>
<th>Vendor</th>
<th>Web link</th>
<th>Relevant Products or Services</th>
<th>Location</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Aanderaa Data Instruments</td>
<td><a href="http://www.aadi.no">www.aadi.no</a></td>
<td>Optodes</td>
<td>Norway</td>
</tr>
<tr>
<td>2</td>
<td>JFE ALEC</td>
<td><a href="http://www.jfe-alec.co.jp">www.jfe-alec.co.jp</a></td>
<td>Fluorometers, spectral fluorometers, turbidity sensors</td>
<td>Japan</td>
</tr>
<tr>
<td>3</td>
<td>bbe Moldaenke</td>
<td><a href="http://www.bbe-moldaenke.de">www.bbe-moldaenke.de</a></td>
<td>Spectral fluorometers</td>
<td>Germany</td>
</tr>
<tr>
<td>4</td>
<td>Biospherical Sensors</td>
<td><a href="http://www.biospherical.com">www.biospherical.com</a></td>
<td>Spectral radiometers, PAR</td>
<td>USA</td>
</tr>
<tr>
<td>5</td>
<td>Chelsea Technologies Group</td>
<td><a href="http://www.chelsea.co.uk">www.chelsea.co.uk</a></td>
<td>Transmissometers, fluorometers, excitation emission fluorometers</td>
<td>Great Britain</td>
</tr>
<tr>
<td>6</td>
<td>Contros Offshore Systems and Solutions</td>
<td><a href="http://www.contros.eu">www.contros.eu</a></td>
<td>Optical membrane gas sensors</td>
<td>Germany</td>
</tr>
<tr>
<td>7</td>
<td>Cytopeia</td>
<td><a href="http://www.cytopeia.com">www.cytopeia.com</a></td>
<td>Sea-going flow cytometers</td>
<td>USA</td>
</tr>
<tr>
<td>8</td>
<td>CytoBuoy</td>
<td><a href="http://www.cytobuoy.com">www.cytobuoy.com</a></td>
<td>Sea-going and submersible flow cytometers</td>
<td>The Netherlands</td>
</tr>
<tr>
<td>9</td>
<td>Fluid Imaging Technologies</td>
<td><a href="http://www.fluidimaging.com">www.fluidimaging.com</a></td>
<td>Flow cytometers</td>
<td>USA</td>
</tr>
<tr>
<td>10</td>
<td>Fugro-Oceanor</td>
<td><a href="http://www.oceanor.no">www.oceanor.no</a></td>
<td>Spectral transmissometers</td>
<td>Norway</td>
</tr>
<tr>
<td>11</td>
<td>Hobi Labs</td>
<td><a href="http://www.hobilabs.com">www.hobilabs.com</a></td>
<td>Spectral backscattering sensors, spectral radiometers, spectral absorption meters</td>
<td>USA</td>
</tr>
<tr>
<td>12</td>
<td>Li-Cor Biosciences</td>
<td><a href="http://www.licor.com">www.licor.com</a></td>
<td>PAR sensors</td>
<td>USA</td>
</tr>
<tr>
<td>13</td>
<td>ODIM Brooke Ocean</td>
<td><a href="http://www.brooke-ocean.com">www.brooke-ocean.com</a></td>
<td>Optical planton counters</td>
<td>Canada</td>
</tr>
<tr>
<td>14</td>
<td>Pro Oceanus</td>
<td><a href="http://www.pro-oceanus.com">www.pro-oceanus.com</a></td>
<td>Optical membrane gas sensors</td>
<td>Canada</td>
</tr>
<tr>
<td>15</td>
<td>Satlantic</td>
<td><a href="http://www.satlantic.com">www.satlantic.com</a></td>
<td>Spectral radiometers, PAR, excitation-relaxation fluorometers, optical nitrate sensors</td>
<td>Canada</td>
</tr>
<tr>
<td>16</td>
<td>Seapoint Sensors</td>
<td><a href="http://www.seapoint.com">www.seapoint.com</a></td>
<td>Fluorometers, scattering sensors</td>
<td>USA</td>
</tr>
<tr>
<td>17</td>
<td>Sequoia Scientific</td>
<td><a href="http://www.sequoiasci.com">www.sequoiasci.com</a></td>
<td>VSF, particle size distribution sensors</td>
<td>USA</td>
</tr>
<tr>
<td>18</td>
<td>Sunburst Sensors</td>
<td><a href="http://www.sunburstsensors.com">www.sunburstsensors.com</a></td>
<td>Autonomous analyzers for pCO₂, pH, total Alkalinity</td>
<td>USA</td>
</tr>
<tr>
<td>19</td>
<td>Teledyne Benthos</td>
<td><a href="http://www.benthos.com">www.benthos.com</a></td>
<td>Bioluminescence sensors</td>
<td>USA</td>
</tr>
<tr>
<td>20</td>
<td>TriOS</td>
<td><a href="http://www.trios.de">www.trios.de</a></td>
<td>Spectral radiometers, spectral absorption meters, optical nitrate sensor, fluorometers</td>
<td>Germany</td>
</tr>
<tr>
<td>21</td>
<td>Turner Designs</td>
<td><a href="http://www.turnerdesigns.com">www.turnerdesigns.com</a></td>
<td>Fluorometers, spectral fluorometers</td>
<td>USA</td>
</tr>
<tr>
<td>22</td>
<td>WET Labs</td>
<td><a href="http://www.wetlabs.com">www.wetlabs.com</a></td>
<td>Transmissometers, fluorometers, spectral fluorometers, spectral backscattering sensors, spectral absorption and attenuation meters, vsf sensors, reagent analyzers</td>
<td>USA</td>
</tr>
<tr>
<td>23</td>
<td>YSI</td>
<td>wwwysi.com</td>
<td>Fluorometers, turbidity, DO, reagent analyzers</td>
<td>USA</td>
</tr>
<tr>
<td>24</td>
<td>Campbell Scientific Inc-D &amp; A Instruments Co.</td>
<td><a href="http://www.d-a-instruments.com">www.d-a-instruments.com</a></td>
<td>Turbidity</td>
<td>USA</td>
</tr>
<tr>
<td>25</td>
<td>Group Martec</td>
<td><a href="http://www.martec.fr">www.martec.fr</a></td>
<td>pCO₂</td>
<td>France</td>
</tr>
<tr>
<td>26</td>
<td>Enviro Tech Instruments</td>
<td><a href="http://www.envirotechinstruments.com">www.envirotechinstruments.com</a></td>
<td>Reagent analyzers</td>
<td>USA</td>
</tr>
<tr>
<td>27</td>
<td>Subchem Systems</td>
<td><a href="http://www.subchem.com">www.subchem.com</a></td>
<td>Reagent analyzers</td>
<td>USA</td>
</tr>
<tr>
<td>28</td>
<td>Systea</td>
<td><a href="http://www.systea.it">www.systea.it</a></td>
<td>Reagent analyzers</td>
<td>Italy</td>
</tr>
</tbody>
</table>

configurations center closer to 180 degrees). These sensors are calibrated in absolute terms relating to the angular region defined by the source-receiver interaction volume and, or in response to particles with a known VSF (Maffione and Dana, 1997). Usually the coefficients are for the scattering at a specific angle or are extrapolated to estimate scattering in the entire backward region (90–180 degrees). Currently within the United States, two manufacturers produce these sensors – both come in multi-spectral configurations (11, 22). These sensors are most widely used in applications focused upon
validating ocean color measurements from satellites (e.g., Tzortziou et al., 2006).

Similarly to radiometric measurements, most scattering measurements characterize only a small component of the entire VSF – generally only one angle. Sensors that measure over multiple angles are rarer. In fact, these measurements are made so seldom that scientists continue to rely significantly on historical data sets obtained over 30 years ago (e.g., Petzold, 1972). Even today only a few embodiments of multi-angle scattering sensors exist. Moore et al. (2000) developed a 3-angle backscattering device for more accurate estimation of the total backscattering coefficient (22). Agrawal (2005) developed and commercialized a near-forward-angle multiple-angle scattering device from which it is possible to invert for particle size distributions (18). In 2002 scientists and engineers from the Ukraine, partnering with Canadian and American colleagues, introduced a new device for VSF determination. The sensor measures scattering at 0.3 degree resolution from 0.6 degree in the near forward to 177.3 degree in the backward direction (Lee and Lewis, 2003). Twardowski (2009) recently tested a new device which captures 10 degree resolution full VSFs at 20 Hz repetition rates to observe scattering in a dynamic environment such as bubble injection from surface wave collapse. Near forward scattering from 0-0.1 degrees becomes dominated by small scale variations in the water density. Exploiting this phenomenon Bogucki et al. (2007) incorporated a wavefront sensing Shack-Hartmann lenslet array and a 2000 element, rapidly scanning, linear photo-diode array to measure near forward optical scattering. They then inverted this information to determine the in-water turbulence. An in situ prototype of this sensor has now been developed and tested.

2.4 Platforms and applications

While the subject of modern deployment platforms was covered recently by Dickey et al. (2008), their roles in enabling IOP and AOP measurements merits mention. In the last several years, an interesting range of platforms has been developed or modified for in-water optical oceanographic instrumentation, augmenting more conventional ship-based measurements (see Dickey et al., 2006; and Twardowski et al., 2005). These include a range of vehicles, floats, and mooring designs that can be thought of as complementary, as each has its own temporal and spatial scales over which the observations can be made. Sampling strategies that integrate multiple platforms can therefore be very effective (e.g., Dickey et al., 2006). In addition, there are sensors coupled with application-specific platforms. These are often necessary to decouple ship shadows and other platform effects (Waters et al., 1990). These include free-fall profilers, surface floats that provide reflectance measurements, and multiple irradiance units placed at different vertical depths on moorings for determination of diffuse attenuation coefficients and various reflectances. Above-water measurements, which view the surface ocean, also have applications. For example, ships of opportunity can be instrumented (see Balch et al., 2004), or instruments deployed on buoys, docks or towers (e.g., Zibordi et al., 2002). These instruments by their nature are restricted to direct measurement of AOPs only, and specifically the reflectance of the sea surface. A critical sampling objective for determining biological variability through the water column lies in being able to sample the water over centimeter spatial scales without disturbing the natural distribution of matter. Numerous free-falling integrated packages and tethered autonomous profilers have been developed to address these challenges (e.g., Donaghay et al., 2002). In recent years, there has been a general surge in the development of new autonomous vehicles for the measurement of a wide range of oceanographic properties. These include profiling floats under the global ARGO program (e.g., Wilson, 2000), the use of powered autonomous underwater vehicles (AUVs) with conventional propulsion methods (Griffiths et al., 2001) and hybrid vehicles such as gliders that combine the buoyancy control of profiling floats with mechanisms for controlling vertical position (e.g., Davis et al., 2002). Optical instruments have seen limited but growing deployment on such platforms (e.g., Mitchell et al., 2000; Bishop et al., 2002; Cunningham et al., 2003; Zielinski et al., 2006; and Boss, 2008). Figure 4 illustrates some recent applications of autonomous platforms equipped with optical sensors.

3 Fluorescence and bioluminescence sensors

Fluorescence and bioluminescence are processes that while much different from each other, emit light as a result of some stimulus. Light absorbed by organisms containing chlorophyll (and ancillary pigments), colored dissolved organic material, various hydrocarbon materials, optical brighteners for detergents, and dyes can excite electrons in the given materials, resulting in photo-emission or fluorescence. Fluorescence from a given material is characterized by specific excitation wavelengths triggering specific emission wavelengths (see Babin, 2008). This property in turn, can be used to detect and identify materials, estimate concentrations, and provide invaluable physiological information for phytoplankton and algal materials. Similarly, certain organisms emit light when mechanically agitated. This phenomenon is known as bioluminescence. Bioluminescence sensors can be used to detect and identify types of organisms in the water.

3.1 Single channel fluorometers

In situ single channel fluorometers can be configured for detection of colored dissolved organic matter (CDOM), chlorophyll and ancillary pigments, and other anthropogenic materials; these are widely available in various commercial embodiments (1, 2, 3, 5, 16, 20, 21, 22, 23). Many come with built in bio-fouling protection (e.g., Manov, 2004). These
units are relatively inexpensive, independently evaluated (e.g., ACT, 2005) and provide reasonable proxies for phytoplankton concentration variability. While somewhat effective in this capacity they are subject to various sources of uncertainty, including physiological effects (Kirk, 1994), photo-acclimation of phytoplankton, photo-bleaching of CDOM (Twardowski, 2002), and other ecological and environmental factors. Another issue associated with these devices is that different instruments use different excitation sources, different excitation frequencies and different excitation intensities, which, coupled with physiological variation, make interpretation and, in particular, intercomparison difficult. There is a clear need for standardization of calibration procedures and processes among manufacturers (ACT, 2005).

3.2 Spectral fluorometers

As with absorption meters, fluorometers that resolve spectral excitation and/or emission provide a greater potential for identification of biological particles and chemical compounds. Several manufactures now provide multi-spectral fluorometers for detection of chlorophyll and some of its ancillary pigments as well as CDOM (2, 3, 21, 22). These systems tend to match excitation-emission wavelengths to provide optimal fluorescence response for given pigments and other organic compounds. In ecosystems in which there are characteristic species this information can, in turn, be used to infer taxonomic composition (e.g., Beutler et al., 2002). Using multiple spectral excitation and emission bands to produce identifying signatures is carried to the next step in some recently developed research prototypes. These sensors couple single or multi-excitation sources with spectrometer-based emission receivers. Cowles et al. (1993) developed one of the first of this class of device, combining three excitation bands with a spectrometer-based emission measurement. Since that time, both the component technologies and final products have evolved. Chekalyuk et al. (2006) developed a laser-based-excitation, high-resolution-spectrometer emission fluorometer for CDOM and phytoplankton emission, including coupling measurements with deconvolution software to identify specific phytoplankton types. Another example uses multispectral excitation throughout the UV region coupled with spectrometer-based emission measurement to provide 2-dimensional excitation-emission matrices (EEM) (Moore et al., 2004). The EEM are subsequently processed with a parallel factor analysis method to deconvolve specific hydrocarbons and CDOM species.

3.3 Excitation relaxation fluorometers

By monitoring the induction and decay of chlorophyll \(a\) fluorescence over microsecond to millisecond timescales and in response to carefully controlled excitation intensity and duration, it is possible to characterize photosynthetic properties of phytoplankton (e.g., Kolber et al., 1998). These so-called “variable” chlorophyll \(a\) fluorescence approaches include pump and probe methods, pulse amplitude modulation (PAM), fast repetition rate (FRRF), pump-during-probe (PDP) and fluorescence induction and recovery (FIRe); the methods differ effectively in how the light pulse is applied to saturate photosystem II (PSII) photochemistry and in the details of the resulting emission measurements. The derived parameters include the maximum quantum yield as well as the effective yield, from which the photosynthesis-irradiance curve can be estimated and used to calculate primary productivity. These approaches have been reviewed by Röttgers (2006) and devices are now manufactured in laboratory modes, onboard underway instruments, and in situ versions and are produced by multiple manufacturers (3, 5, 15, 21).

Fig. 4. (A) NEMO profiling float with radiometer deployed in North Sea. (B) University of Rhode Island developed ORCAS autonomous moored profiler with spectral absorption and attenuation meter, chlorophyll fluorometer, and backscattering sensor. (C) PROVOR float with integrated AOP-IOP sensor prepared for deployment in Mediterranean Sea. (D) University of Washington developed Sea Glider autonomous glider with scattering sensor during deployment.
3.4 Time resolved fluorescence

The radiative relaxation of a molecule from an excited state $S_n$ to a low state $S_{n-1}$ is called fluorescence and is, in most cases, a spontaneous emission. The fluorescence lifetime $\kappa$ refers to the average time the molecule stays in the excited state before emitting a photon, following typically an exponential $[S_n](t)=[S_n]_0 \exp(-t/\kappa)$ or multi-exponential decay where $[S_n](t)$ is the concentration of excited state molecules at time $t$ and $[S_n]_0$ is the initial concentration. The fluorescence lifetime is dependent on the molecular kinetics and is therefore characteristic information that can be used to distinguish substances in complex media. For example, hydrocarbon steady-state fluorescence can be very similar in its spectral shape to CDOM fluorescence, both excited by UV radiation. However, the fluorescence life time for the components differ: light oils show slower decay of up to 60 ns (Rayner and Szabo, 1978), while CDOM decay occurs in less than 10 ns (Clark et al., 2002), and crude oil ranges from 2 ns to 20 ns (Ryder, 2002). There is a dependency between the excitation wavelength, the substance concentration and the fluorescence lifetime observed. For volatile compounds and polycyclic aromatic hydrocarbons, sub-nanosecond excitation in the middle ultraviolet spectrum (200–300 nm) is required. Time-resolved laboratory and process-control systems are available (e.g., Bublitz et al., 1995), and a submersible time-resolved fluorescence decay sensor, combined with a hyperspectral fluorometer, is currently under development (Rohde et al., 2009).

3.5 Bioluminescence sensors

Bioluminescence (BL) probably occurs at all depths and locales in the ocean. Its importance to marine organisms is emphasized by biochemical evidence that BL evolved independently at least 30 times in the sea (Wilson and Hastings, 1998). BL is widespread in bacteria, both free-living and symbiotic forms, while BL of independent origin occurs in 15 phyla from dinoflagellates and radiolarians through teleost fish (Herring, 1987). It is conspicuously present in both auto- and heterotrophic dinoflagellates, protocandrates, the Cnidaria, all but one species of the Ctenophora (comb-jellies) (Haddock and Case, 1999), and all the major groups of crustaceans in surface and mid-waters. In the pelagic realm, BL is so widely distributed that it is a useful relative index of biomass (e.g., standing stock) and for some purposes can replace standard volumetric, gravimetric and microscopic enumeration of plankton tows or pumped samples (Lapota, 1998; Piontkovski et al., 1997). BL measurement may also provide a complement to modern acoustic methods for biomass estimation (Holliday, 2001).

Sensors used to detect BL come in a variety of designs and sizes. They include large profilers and towed bodies for complete capturing of both small and larger organisms (Widder and Johnson, 1998; Widder et al., 2005), buoy systems for real-time monitoring (Lapota, 2003), free fall passive sensors, and general purpose meters for deployment on moorings, profilers and other unattended platforms (Herren et al., 2005; and Haddock et al., 2005). Widder (2006) provides a historical perspective in reviewing the development of bioluminescence science and technology. There are currently two known commercial suppliers (5, 19).

4 Flow cytometry

Among methods for characterizing the optical properties of individual particles, flow cytometry is almost certainly the most prevalent in oceanographic research. Since the mid-to late 1980s, it has enabled important new discoveries and insights, especially in areas of plankton ecology (Sosik et al., 2009). One indication of the prevalence and impact of flow cytometry has been the appearance of special journal issues focused on applications in aquatic sciences (Yentsch and Horan, 1989; Reckermann and Colijn, 2000; Courties and Troussellier, 2001). Focus on in situ applications is now emerging with several manufacturers supplying relevant products (7, 8, 9) and new systems are under development.

Flow cytometers measure light scattering and fluorescence properties of individual particles as they pass through a focused light source (often a laser beam). The particles are carried in a fluid stream (e.g., seawater for marine samples) in the center of a particle free sheath which is flowing at high speed (~1–10 m s$^{-1}$) typical perpendicular to the illumination beam. Sample fluid is injected into the sheath in such a way that hydrodynamic focusing leads to particles flowing in single file as they intersect the beam. Light scattering and fluorescence signals originating from each particle are measured with detectors (typically photomultiplier tubes) positioned around the sensing region, with lenses and/or detector geometry defining the collection angles. In specially designed flow cytometers, it is possible to physically sort particles on the basis of their light scattering and fluorescence characteristics. Shapiro (2003) provides a thorough consideration of flow cytometry measurement and analysis principles.

While bio-medical uses for flow cytometry usually involve treatment of cells with fluorescent dyes or probes prior to analysis, the most common oceanographic applications have focused on measurement of phytoplankton cells, which naturally exhibit fluorescence associated with their photosynthetic and certain light harvesting pigments. For typical phytoplankton studies, the excitation wavelength is within the blue or blue-green region of the spectrum and configurations include measurement of red fluorescence (associated with chlorophyll) and orange fluorescence (associated with phycoerythrin), plus light scattering from a range of near forward angles and side angles (i.e., near right angle from incident). Variations include addition of green fluorescence, detection of polarized scattered light, and use of dual excitation beams.
More details can be found in a number of reviews (e.g., Olson et al., 1993; Campbell, 2001; Marie et al., 2005).

In general, flow cytometry measurements of phytoplankton permit enumeration, quantification of cell properties such as size and pigmentation, and some level of taxonomic or sized-based discrimination (e.g., Synechococcus, picocrykaryotes, coccolithorids) (e.g., Olson et al., 1989, 1990b). With analyses that include use of stains or probes, flow cytometry can be used for further assessments such as nucleic acid content, cell cycle status and growth rate (e.g., Chisholm et al., 1986; Vaulot et al., 1995; Marie et al., 1997), cell viability (e.g., Jochem, 2000; Veldhuis et al., 2001), and enumeration of other microbes such as heterotrophic bacteria, viruses, and protozoa (e.g., Marie et al., 1997, 1999; Li and Dickie, 2001; Rose et al., 2004; Zubkov et al., 2007).

Commercial, laboratory based, flow cytometers are generally optimized for biomedical or clinical requirements with relatively narrow ranges of signal amplitudes and for use with high particle concentrations. Consequently, many oceanographic uses require modifications (e.g., custom sample pumps, dual sheath, dual photomultipliers) to increase sample throughput and dynamic range of signals (e.g., Cavender-Bares et al., 1998; Green et al., 2003; Zubkov and Burkhill, 2006). In addition, because commercial instruments often lack the sensitivity to quantify fluorescence from picophytoplankton cells (especially those growing in high light environments that lead to low cellular pigment levels), customized optics and high laser power configurations have been adapted (e.g., Frankel et al., 1990; Olson et al., 1990a). Resulting systems are typically well suited for quantifying particles in the pico- to small nanoplankton size range (≈1–10 µm), though with specialized developments the range can be shifted (for instance towards larger, more rare particles as in the application depicted in Fig. 5 where microplankton up to several 100 µm can be quantified).

Soon after its introduction into oceanography, the impact of flow cytometry was greatly stimulated by shipboard operation of laboratory instruments (e.g., Olson et al., 1985, 1990b; Li, 1989). Not only did this development permit assessment of spatial and temporal variability at important scales, but it also led to paradigm-shifting discovery, most notably in the case of Prochlorococcus (Chisholm et al., 1988; Olson et al., 1990a). Other noteworthy advances in shipboard use include implementation of cell sorting (Olson et al., 1991; Reckermann, 2000), development of single-cell fluorescence induction measurements for photosynthetic assays (Olson et al., 1999; Sosik and Olson, 2002), and progress in building quantitative links between single particles and bulk optical properties (DuRand and Olson, 1996; Green et al., 2003; Green and Sosik, 2004).

Despite the rapid and quantitative analysis of particles permitted by shipboard flow cytometry, sampling constraints continue to limit conventional applications. Analysis remains relatively labor-intensive and is confined to samples collected from discrete points. Because many problems in plankton ecology and marine particle optics involve processes that are highly variable in space and time, this limitation is serious and has motivated a long-standing interest in development of automated instruments with capabilities to perform outside the laboratory. Progress in this area has been made by several groups (Dubelaar and Gerritzen, 2000; Olson et al., 2003; Wang et al., 2005) and new measurement capabilities are emerging. These include spatial mapping with instruments deployed on underwater vehicles (Cunningham et al., 2003) and extended high resolution time series Fig. 5. Automated submersible flow cytometers are being used to generate high resolution time series of the phytoplankton community at the Martha’s Vineyard Coastal Observatory. Two instruments, FlowCytobot (Olson et al., 2003) and Imaging FlowCytobot (Olson and Sosik, 2007), are deployed side-by-side for periods as long as 6 months (as shown here for early 2007) to measure single cells from pico- to microplankton. Upper three panels are from Imaging FlowCytobot and show variations in important diatoms quantified with automated image processing and classification (Sosik and Olson, 2007); bottom panel is from FlowCytobot measurements of light scattering and fluorescence from pico-cyanobacteria. Panels are shown with different ordinate scaling to emphasize differences temporal patterns among cell types. Source: Sosik and Olson (unpublished data), http://www.whoi.edu/mvco.
observations (Sosik et al., 2003; Thyssen et al., 2008). Essential adaptations for these applications include automated sample and data handling as well as on-board performance monitoring (e.g., standard bead analysis) and anti-fouling measures; these capabilities are emerging and providing unprecedented observations (Fig. 5).

Recently, in-flow cell imaging has emerged as a viable enhancement to submersible flow cytometry (Olson and Sosik, 2007). Previous work in the last decade demonstrated feasibility of integrating video imaging with flow cytometry in laboratory-based systems for study of plankton and other microbes (Sieracki et al., 1998; Kachel and Wietzorrek, 2000; Brehm-Stecher, 2007). When combined with the growing expertise in extended underwater flow cytometry and with new automated image analysis and classification approaches (e.g., Sosik and Olson, 2007), this capability can provide unique observations of plankton communities at ecologically relevant scales.

Other developing areas that may advance underwater applications are systems whose designs eliminate use of sheath fluid and flow cells (G. J. van den Engh, personal communication, 2008; Wang et al., 2005). These systems involve use of multiple light beams or position sensitive detectors to target particles in optical focus and have potential advantages for simple access to particles in natural suspension (e.g., eliminating the need to pump seawater into a pressure housing). Expanded measurement capabilities may also prove important, such as resolution of pulse shape (Dubelaar and Gerritzen, 2000) and laser Doppler velocimetry (Wang et al., 2005) for characterizing aspects of particle size and shape. In addition, continued investment in instrument designs that are smaller and require less power promise to expand the deployment capabilities of submersible flow cytometry.

5 Other spectroscopic techniques

A number of spectroscopic techniques are used in the laboratory and in industry for the identification of substances and determination of concentrations. Optical spectroscopic techniques have the advantages of being non-invasive and usually non-destructive, requiring no reagents and having high specificity. Recent technological advances in solid state excitation sources and detectors allow these techniques to be transitioned from the laboratory to the field. For example, laser Raman spectroscopy was once limited by large, unstable gas lasers and scanning spectrophotographs. Currently, handheld Raman systems using diode lasers and CCD chips are marketed for homeland security and drug enforcement applications.

5.1 Laser induced breakdown spectroscopy (LIBS)

Laser induced breakdown spectroscopy is a type of atomic emission spectroscopy. A high-power pulsed laser focused onto a target generates a plasma, which ablates only nanograms to picograms of material. The excited atoms spontaneously emit radiation as they fall back to a lower energy state, and the emitted spectrum is recorded. Thus LIBS is capable of determining the elemental composition of a target. LIBS possesses many of the characteristics required for in situ chemical sensing and is a promising technique for field measurements in extreme environments.

Researchers have examined the use of single and double pulse LIBS for analyzing bulk aqueous solutions (Pearman et al., 2003; Rai et al., 2003; De Giacomo et al., 2004b) and submerged solid targets (De Giacomo et al., 2004a, 2005, 2006, 2007). Laboratory experiments have also validated the LIBS technique in simulated deep ocean environments (pressure chambers) up to $2.76 \times 10^7$ Pa with both single and double pulse techniques (Lawrence-Snyder et al., 2006; Michel et al., 2007). Current results show more promising use of single pulse LIBS in high-pressure liquids due to the fact that the high pressures cause the laser-induced bubbles to collapse faster than occurs at atmospheric pressure (Lawrence-Snyder et al., 2007). Many elements have been shown to be detectable in bulk aqueous solutions (e.g., Na, Ca, Mn, Mg, K and Li) (Michel, 2007). However, while the technique has been validated in the laboratory and research is ongoing, no field instrument for oceanic analysis has been built to date.

5.2 Laser Raman spectroscopy

Laser Raman spectroscopy is a type of vibrational spectroscopy based on Raman scattering (inelastic scattering) that is capable of non-destructive molecular identification of solids, liquids and gases. It can measure multiple species simultaneously and requires no reagents or consumables, making it ideal for in situ long-term deployments. The Raman effect is essentially a wavelength shift in radiation scattered from molecular bonds. It was discovered by Raman and Krishnan (1928). Raman scattering theory is covered in detail in Nakamoto (1997), Lewis and Edwards (2001) and Ferraro and Ishnan (1928). Raman scattering theory is covered in detail in Nakamoto (1997), Lewis and Edwards (2001) and Ferraro et al. (2003), and in reviews such as Lyon et al. (1998).

A laser is used to excite a target, and the scattered, energy-shifted radiation is recorded by a spectrometer. Standoff optics allow measurements to be made from behind pressure windows and at remote distances up to 66 m in air (Sharma et al., 2002). Many practical applications of this relatively weak effect (1 in $10^8$ photons are Raman scattered) developed rapidly after the advent of the laser which provides a powerful, stable, monochromatic excitation source; holographic transmissive gratings and notch filters for high signal-to-noise ratios in the scattered light; and charge coupled devices (CCDs) to image the entire Raman spectrum simultaneously (Chase, 1994; Owen et al., 1998; Adar, 2001).
Trends in consumer electronics and recent interest in field portable systems for defense applications have greatly reduced the size and power consumption of current Raman systems.

Raman scattering is not wavelength dependent, however. Raman scattering intensity is inversely proportional to wavelength to the fourth power. Therefore a 532 nm wavelength laser will produce a 4.7 times stronger scattering intensity than the industry-preferred wavelength of 785 nm (given the same incident power). However, blue-green light can produce fluorescence in organic compounds, which can obscure the Raman signal. Both 532 nm (green) and 785 nm (red) Raman systems have been used, or are being developed, for oceanographic applications (Battaglia et al., 2004; Brewer et al., 2004; Kronfeldt et al., 2004).

Early oceanographic applications of Raman spectroscopy are decades old. Since the Raman spectrum of water is temperature dependent, the temperature of the surface ocean (<60 m depth in the open ocean) can be measured remotely (via aircraft) from the shape of the Raman water spectrum (Leonard et al., 1977, 1979; Becucci et al., 1999). The intensity of Raman water bands has also been used to determine the depth of laser penetration to correct airborne fluorescence measurements of phytoplankton (Bristow et al., 1981; Hoge and Swift, 1981) and to determine the thickness of hydrocarbon layers on the sea surface (Hengstermann and Reuter, 1990). More recently, interest has grown in the use of Raman spectroscopy for chemical measurements in the coastal ocean and deep sea. Raman spectroscopy is well suited to making measurements in the ocean because water is a relatively weak Raman scatterer (Williams and Collette, 2001). Attenuation in water is minimized by use of excitation wavelengths in the visible spectrum (350–700 nm); although at short working distances (i.e. centimeters), attenuation is not significant into the near UV and infrared.

A number of Raman instruments are currently being developed. The DORISS (Deep Ocean Raman In Situ Spectrometer) instrument is a commercial laboratory-model Raman instrument, using a 532 nm laser, modified for use in the ocean to depths of 4000 m (Brewer et al., 2004; Pasteris et al., 2004) (Fig. 6). DORISS has already been used to make a variety of in situ measurements of gases (Peltzer et al., 2004; White et al., 2006a), solids (White et al., 2005, 2006b), clathrate hydrates (Hester et al., 2006, 2007), and biological pigments (White et al., 2006b). A deep-sea system using 785 nm excitation light source is being developed for in situ monitoring of hydrothermal vent fluids (Battaglia et al., 2004). Development of that instrument is on-going (Dable et al., 2006). Raman spectroscopy is also a component of the MISPEC instrument – Multiparametric In-Situ Spectroscopic Measuring System for Coastal Monitoring (Kronfeldt et al., 2004).

In an effort to improve the sensitivity of in situ Raman sensors for measuring chemicals (such as polycyclic aromatic hydrocarbon compounds) in sea water, researchers are working on surface enhanced Raman scattering (SERS) techniques (Murphy et al., 1999, 2000; Bich Ha, 2004; Schmidt et al., 2004). In SERS, Raman intensities are enhanced by chemical and electromagnetic mechanisms when molecules are adsorbed onto specially prepared metal surfaces such as electrodes or metal colloidal particles (Moskovits, 1985). This is similar to surface plasmon resonance discussed in the next section.

While Raman spectroscopy and SERS have successfully been performed in the ocean, these instruments and techniques are still in the research stage. More work must be done to further refine the techniques and to address challenges such as robustness, fluorescence interference, improved sensitivity, and data processing methods.

5.3 Surface plasmon resonance (SPR)

Wood in 1902 observed that light reflected from gratings resulted in an unusual pattern of light and dark bands in the reflected spectrum (Wood, 1902). The theoretical basis for this effect was later developed to attribute these dark bands to surface plasmon waves created by the grating (Fano, 1941). Surface plasmons are transverse electromagnetic charge-density waves that propagate parallel to the interface between a dielectric medium and a metallic film. They are generated by the interaction between the electron-rich surface of the metal and a charged particle or photon. The light impinging at the interface between two transparent media of different refractive index is partly reflected and partly refracted. At the critical angle of incidence at the interface, total internal reflection of the light is observed. At this angle,
the electromagnetic field component of the light penetrates a short distance (∼tens or hundreds of nanometers) into the medium of lower refractive index, creating an evanescent wave. This produces surface plasmon resonance (SPR) due to the resonance energy transfer between the evanescent wave and the surface plasmons. The dielectric layer is typically either the sensing solution itself or an intermediate (functionalized) coating that attracts and binds only with specific (targeted) analytes. The point of resonance can be queried by varying the angle at which light impinges on the SPR sensing surface or by varying the wavelength to determine the point of total internal reflection. SPR spectroscopy has been employed for quantitative and qualitative analysis in a variety of biochemical, biomedical, and analytical chemistry fields (see Homola, 2006 for an excellent review of SPR sensing) and is also suitable to be applied to optical fiber sensors. While several commercial versions of SPR probes exist, to date no commercial in situ SPR probes are known to exist for submersible field probes. However, recent advances being made to increase the resolution and sensitivity in analyte detection show promise in utilizing SPR technology for in situ submersible sensing (e.g., Kim, et al., 2005; Slavik and Homola, 2006; Telezhnikova and Homola, 2006).

6 Analyzers and compound instruments

When optical sensors are coupled with a selective isolation or reaction process, selectivity can be enhanced for identification of in water materials – particularly in dissolved phase. Several manifestations currently exist in commercial embodiments.

6.1 Reagent analyzers

Analyzers combine reaction chemistry with absorbance or fluorescence measurement to determine indicators of water chemistry including nutrients, metals, and dissolved inorganic carbon products. Recent and current efforts in this arena span a wide range of measurable analytes, applications and embodiments Jannasch et al. (1994) developed a low power, extended deployment device using osmotic pumping. Researchers from the University of Southern Florida combined long-path capillary fiber absorption measurement with high spectral resolution spectrometer determination of nitrate and phosphate in oligotrophic basins (Ardonato, 2007). They also applied the same basic instrumentation to measurement of water pH (Liu, 2006) Hanson et al. developed a continuous flow system for concurrent real-time profiling of iron, nitrogen and other nutrients at cm resolution vertical scales (2000). This set of technologies was later adapted for operation on AUVs (Dickey, 2009). A growing suite of commercial analyzers now exist, extending from real-time to self contained extended deployment (21, 22, 26, 27, 28). Some of these systems have undergone independent demonstration and evaluation (Alliance of Coastal Technologies, 2007).

6.2 Membrane sensors

The first usage of gas-permeable membranes for oceanographic application dates to the 1950s with introduction of the technique of Clark cells for the measurement of dissolved oxygen (Clark, 1958). Herein the membrane allows the analyte to diffuse from the sample water into the part of the cell in which the concentration is determined electrochemically. Like the Clark cell the Submersible Autonomous Moored Instrument for CO2 (SAMI-CO2), developed by DeGrandpre (1995) in the 1990s, is a wet-chemical sensor, which makes use of a gas-permeable membrane separating the water from the fluid filled sensor volume. In contrast to the Clark cell, in which the analyte concentration is determined by means of an amperometric electrode, the SAMI measures the CO2 concentration using an optical method. Light is guided through the sensor volume filled with a pH sensitive indicator solution and its absorption is measured at three wavelengths. The wavelengths correspond to the absorbance maxima of the acid and base form of the indicator as well as a wavelength at which the solution shows no dependency on the pH value (DeGrandpre, 1995). This sensor has proven its functionality repeatedly (e.g., DeGrandpre, 1997, Körrtzing and Homola, 2006a, b) and it is commercially available (18). Another sensor system based on a technique very similar to the one of the SAMI is the Carbon Interface Ocean Atmosphere buoy, abbreviated CARIOCA (Merlivat et al., 1995). Many publications have been written on data collected by CARIOCA buoys as well as about intercomparison studies involving this sensor (e.g., http://www.lodyc.jussieu.fr/carioca), and a commercial version is available (25).

More recent developments in the field of membrane compound sensors have lead to the combined use of hydrophobic gas-permeable membranes with infrared absorption spectrometry. With permeability rates depending on the characteristics of the membrane, dissolved gas molecules in the water diffuse through this layer, which separates the outer water from the inner gas-volume of the sensor. This first step alone does not lead to a sensor being solely sensitive for a certain gas. The usage of a particular infrared wavelength leads to the unambiguous sensitivity of the sensor for the analyte provided that other phenomena associated with infrared spectrometry, such as water vapor cross sensitivity, are characterized. The wavelength used is matched to a certain vibrational mode of the target molecule. There are two known manufacturers for this membrane sensor type, whose products differ with respect to membrane design, possible analytes (CH4, CO2), depth capability and response time (6, 14). The CO2 sensors of both manufacturers are currently under scientific investigation regarding their accuracy and possible usage for...
long-term deployment. An ACT evaluation of in situ \(\rho\)CO\(_2\) sensors is scheduled for 2009.

6.3 Optodes

Optode (or optrode) designs typically include an excitation source (e.g., light-emitting diodes – LEDs), a compound-impregnated membrane on either a planar surface or optical fiber, and a photodetector to measure the emission response. It has long been known that certain fluorescing compounds experience dynamic fluorescence quenching (in intensity and lifetime) in the presence of oxygen (Kautsky, 1939). Numerous commercial manufacturers now use this principle for in situ detection of dissolved oxygen concentration (1, 21, 23). A blue LED induces red fluorescence in a luminophore, and the intensity and lifetime of the fluorescence is dependent on oxygen concentration (e.g., Glud et al., 2000; Gouin et al., 1997; Tengberg et al., 2006). Planar oxygen optodes have been used in the water column on profiling floats (Körtzinger et al., 2004) and to make measurements in 2-dimensional space at benthic interfaces (e.g., Glud et al., 2001). Fiberoptic micro-optodes have been used around biological communities (Klimant et al., 1995; Gatti et al., 2002). Fluorescence quenching techniques have also been used to measure other properties such as pH (Hulth et al., 2002), and H\(_2\)S (Choi and Hawkins, 1997). Optodes have also been developed to measure salinity using SPR (Díaz-Herrera, et al., 2006) and density using refractometry (Marht and Hossein-ioun, 1999).

7 Looking forward

It is easy to project a future in which optical measurements combine to provide a critical, universal and cross-cutting presence in modern observational oceanography. Within this context it is wise to consider the underlying drivers, the potentials, the common requirements, and the possible limitations in developing solutions.

As stated earlier, enabling technologies are major drivers for modern optical sensors evolution in ocean research. Major technology areas influencing optical sensor development include:

- material sciences such as microfabrication and nanotechnology;
- photonics, quantum optics and optoelectronics;
- information technology;
- multidisciplinary fields such as microfluidics and biophotonics.

Since ocean sensing forms a relatively small niche in the commercial market, it largely evolves through adopting new technologies driven by large sectors like the automotive, biomedical, or telecommunication industries. One prominent example of this influence is the availability of high power LEDs that form the bases of many optical instruments. Recent innovations in LEDs that are extending their spectral emission capabilities to 210 nm (Taniyasu, 2006). These sources will provide a low power and reduced size alternative to currently available xenon flash lamps and deuterium lamps in a wide range of applications (e.g., photometric nitrate detection or hydrocarbon fluorometers). Similarly the range and power of diode lasers continue to rapidly expand. More examples can be found in literally all aspects of optical sensors and will enable scientists and vendors alike to speed up development cycles and benefit from technologies they would otherwise not encounter. Conversely, the “pull” of larger industries also introduces drawbacks, such as rapidly changing product life cycles, periodic loss of availability, and limited overlap in terms of form factor, wavelength requirements, etc. Once again using the LED example, high power LEDs are widely available in the mid blue (460 nm), green (520 nm), orange (590 nm), and orange-red (630 nm) because of the automotive industry, but at other wavelengths (particularly some that are required for biological sensing) they are limited and typically have much lower output. In the extreme, this places developers in a position of designing to “what is available” as much as to “what is needed”. The choices are further constrained in considering those innovations that are affordable. While it might prove technically feasible to place almost any technology into underwater use, the costs and risks associated with implementation and deployment make this impractical for many tools.

As uses evolve from immediate research interests to ongoing monitoring for societal welfare (e.g., public health, climate change, resource management), so must the state of the involved technologies, progress to meet operational requirements. In particular, long-term and ongoing monitoring programs typically have more stringent requirements for accuracy, repeatability, reliability, sensitivity and detection levels, ruggedness and resistance to fouling. These are still significant and ubiquitous challenges. Addressing these issues may be of higher relevance to resource managers and operational users than innovations for more specific proxies, unit cost and size, and many other benefits that enabling technologies potentially provide. In the end, the innovation and effort required to achieve attributes such as reliability and accuracy may far exceed those related to originally applying a new technology to a sensing method.

Enabling technologies continue to move the target of what is feasible. For example, fabrication of microelectromechanical systems (MEMS) provided us with a variety of sensors (e.g., modern accelerometers). A similar trend is now developing for nanoelectromechanical sensors. Ultimately size may be dominated by interfaces and other tertiary requirements and not the transducers, amplifiers and fluidic drivers performing the underlying measurements.
In general “smaller”, “more efficient” and “lower cost” are highly desirable attributes in looking forward, but they arguably are not the primary requirements for advancing the current state of the science and associated technologies. Issues such as fundamental performance (e.g., sensitivity, accuracy, stability), specificity in measurement, durability for extended use, and resistance to biofouling remain critical (and in many cases, unmet) challenges. It is vital that potential new advances in sensors address these fundamental needs. With that said, the vast and emerging suite of enabling core technologies provide researchers remarkable opportunities in addressing these issues.

Biofouling mitigation remains a cross-cutting requirement that requires special mention. Optical devices are particularly susceptible to the effects of biofouling due to coating and potential colonization of materials on optical windows and within flow chambers. The nature of the biofouling process is complex, and many approaches have been taken to minimize (never eliminating totally) their effects (see Lehaille et al., 2008). The approaches have involved toxic paints, extensive use of copper cladding, “super slick” surfaces, charged surfaces and mechanical brushes and wipers. While efforts to reduce instrumental effects of fouling that have met with varying degrees of success, this problem remains a major concern in contemplating extended deployments of optical devices. Potential advances in methods, materials that self-clean or otherwise reject colonization might provide breakthrough advancements for the entire observing community. As with many other aspects of ocean sensors development, the issue of addressing biofouling stands to benefit and gain from technologies progress in other arenas. As examples, requirements for medical sciences, food handling and maritime shipping, are all driving possible solution paths that may prove applicable for optical sensors.

Generally speaking, most sophisticated laboratory methods can be transferred to field deployable, submersible instrumentation — if sufficient resources are available. This has already been done, for example, with mass spectrometers. To answer specific scientific questions and perform dedicated studies, this high-end instrumentation will sometimes be the only path forward; however, in operational monitoring, the number of highly complex sensors deployed will be limited compared to simpler and less specific sensors. This leads to potential uncertainties in applying estimates over broader temporal and spatial scales. How do we optimize the role of these sensors? In a sampling space-time continuum that spans several orders of magnitude (Dickey, 2005), how do we minimize sampling errors? Can we use complex sensors in concert with simpler, more densely spaced sensors to extend effective scales of coverage? Can we employ sensors in combinations to provide meaningful relationships with synoptic data from satellites, radar and airborne platforms? What role will models play in interpolating and extrapolating sensor data into environmental now-casts and forecasts?

These issues are deeply related to the concept of using optical sensors to establish sensor networks. Available smart sensors are combining the basic transducer with signal processing and network protocols. They incorporate intelligence that makes them more independent of additional supporting components and also provide built-in methods for quality control and sensor performance tracking. This built-in intelligence might also be used to detect phenomena of interest and adapt the measurement strategy appropriately. These features make smart sensors and smart instruments in general attractive for operational oceanography where long term operation and maintainability are amongst the main criteria. Because optical variability is strongly associated with environmental changes (e.g., temperature to name a simple one), combining different sensor data to gain value added information can also be important, especially for problems such as deriving biogeochemical parameters at synoptic scales from optical proxies. The power of using different sensors in networks not only allows extrapolation and interpolation, but also may provide vicarious calibration. What type of sensors might work together in this fashion? What levels of interoperability are required? What levels of absolute spatial and temporal coverage are required? These questions will form the basis for intriguing avenues of exploration in the coming years.

Given the long time-frames to bring sensors to operational status, more rapid methods are required to transition laboratory models and prototype sensors to mass production. Once again enabling technologies may play an important role in this process. Rapid prototyping tools, automated design and simulation packages, and modular components will all lead to more efficient development. That said, the community must work together if research to application timelines are to improve substantially. One important requirement is to provide standardization of instrument interfaces. This is especially true if new tools are to easily be tested and deployed in new observing infrastructures and sampling platforms (AUVs, glider, floats, etc.). Rapid development must also be accompanied by rigorous and systematic (field) testing to validate the long term reliability of sensors. Hand in hand with testing must come effective independent verification processes and development of effective protocols for use. This verification process, often overlooked in development plans, ultimately proves an essential step for new sensors to move beyond research novelties and into ongoing operational monitoring programs. While some programs now exist in the US, (e.g., ACT, ETV), this process is rarely considered by scientists, engineers, and agencies engaged in the early cycles of invention and discovery. As a result, gaps occur in funding, intellectual support wanes, and potential benefits from new technologies are delayed or lost. Weisberg et al. (2007) recently considered these issues in a study for the US Ocean Research and Resource Advisory Panel.

Progress in developing future optical tools for oceanographic applications will continue to be both responsive and
subject to the advances in other technologies. The underlying physical principles for many optical measurements have been well described for decades, and advances with in-situ sensors will ensue as enabling technologies and established methodologies find workable pairings. Nonetheless, not all advances that are feasible will result in successful transition. The oceanographic sensor market is limited in size, small in numbers, restricted in its budget, and in general relies on public funding. Not all ideas can be supported for development, few will make it through to commercial transition, and few of those will prove viable as operational tools. In this respect, the recognized needs associated with societal issues will play as big a role as technological innovation in driving progress. Consequently, it is vital for potential operational users to clearly express requirements beyond cheaper, smaller, and better. Without clear specifications, gaps will persist between what developers are trying to accomplish and what consumers really need.

8 Conclusions

The progress and promise seen in the development of optical sensors in the past 10 years is significant. Consider the milestones achieved relative to these technologies. Oxygen optodes have been commercialized and are now widely used around the world. There are now a few commercial producers of sea-going flow cytometers, with a new generation in development. In situ excitation-relaxation fluorometers now are provided by multiple vendors and spectral fluorometers are becoming increasingly common. A new generation of commercial tools for looking at carbon related chemistry (e.g., POC, pCO₂, pH, methane) has emerged. Commercial optical sensors for nitrate now exist. Ten years ago, it was commonly perceived that optical sensors were not suitable for long term observations. Now they perform routinely in extended moored deployments and have recently been shown to provide viable measurements for three years on APEX profilers (e.g., Boss, 2008). Those familiar with this field may sometimes lament the pace of progress, but by any measure, optical sensors have begun to assume a role in modern oceanography.

While these milestones are of note, the community of ocean researchers and users has only begun to realize the potential of optical sensor technologies. New sensor technologies require decade-level time and support to see concepts to wide-scale adoption (Weisberg et al., 2007). With the notable exceptions of oxygen optodes, turbidity sensors, chlorophyll a fluorometers, and possibly PAR sensors, most commercial sensors are still sold only for specific research niches, and have yet to reach the larger ocean monitoring community. Many of the technologies described in this article are still in developmental phases and are still years away from commercial realization. For those sensors that are commercialized there are still significant issues in assimilating them into the current ocean monitoring infrastructure. For turbidity sensors and single channel fluorometers, this is a relatively straightforward process. However, as the sensors become more complex so does the problem of integration. Beyond the basic challenges of coupling sensors into platforms and systems, there are other issues, such as production of data products appropriate for models, examination with other sampling methods and tools, and development of general usage protocols and expectations for accuracy, stability and other qualities that make a sensor widely useful. These are transition steps that must eventually be accomplished with all sensors if they are to serve in an operational capacity. A unique aspect for the case of optical sensors comes from the quantity and diversity of technologies involved. With the continued advancement of enabling technologies, the progress in the newer spectroscopic methods for sensors, and the growing demand for understanding ocean processes and providing effective resource management, the pressure for technology will only grow. It is important for the scientific community to understand that, as with the other aspects of development, effective adoption and transition is going to require qualified people and a consistent commitment of resources for years to come.

During his introductory remarks, a plenary presenter at a recent international Ocean Optics conference spoke of the potential suitability of renaming the gathering, “Ocean Optics and Biology”. Optical sensors have given researchers

Fig. 7. Time-series of optical measurements during the spring phytoplankton bloom in a coastal embayment. Instruments were integrated and deployed aboard the Land-Ocean Biogeochemical Observatory (LOBO) platform in Halifax, Nova Scotia, Canada. The upper panel shows the temperature progression (solid) along with variation in the turbidity derived from optical scattering (dashed). The lower panel shows clearly the rapid increase in chlorophyll concentration (dashed) from fluorescence, which is mirrored by the consumption of nitrate, measured optically, which fuels the bloom.
biological sampling capabilities on the same time and space scales as physical measurements. The new generation sensors are now beginning to address the wide diversity of properties involved in understanding ecosystems (see also Kröger et al., 2009; Zielinski et al., 2009). In fact the speaker might have also included chemistry in his hypothetical title. Spectrophotometry coupled with reaction chemistry and semi-permeable membranes, along with direct absorption processes have now allowed a direct observational link among biology, physics and chemistry. The simple example of observing nutrient drawdown during a seasonal phytoplankton bloom demonstrates the power of these linkages (Fig. 7).

With optical techniques one has the potential to estimate everything from temperature (Hickman, 1991; Fry, 2002) to salinity to dissolved gases and a long list of other constituents in water. This is not to say optical methods are optimal in all cases. It is rather to point out that in total, sensors incorporating optical techniques are filling increasingly significant roles in ocean monitoring and research, and their continued development remains a promising avenue of study with a growing base of applications.

References


Bristow, M., Nielson, D., Bundy, D., and Furtek, R.: Use of water


Donaghy, P. L., Sullivan, J. M., Moore, C., and Rhoades, B.: 4-D measurements of the fine scale structure of inherent optical properties in the coastal ocean, using the Ocean Response Coastal Analysis System (ORCAS), Proceedings from Ocean Optics XVI, 18–22, November Santa Fe, NM, 2002.


Jaffe, J. S.: Sensing plankton: acoustics and optical imaging, in:


http://www.ocean-sci-discuss.net/6/819/2009/


Li, W. K. W. and Dickie, P. M.: Monitoring phytoplankton, bacte-


